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INTRODUCTION
The clinical outcomes of posterior cruciate ligament (PCL) reconstruction are less satisfactory and less predictable than those of anterior cruciate ligament (ACL) reconstruction.
1,2 A variety of surgical techniques and graft materials have been used for PCL reconstruction, 1 but the procedure remains challenging. Several authors A prospective power analysis was performed using power calculation tool for paired t-test in PASS software (version 2008, NCSS statistical software, Kaysville, UT, USA). Based on previous literature, 4, 6, 7 means of difference and standard deviations (SDs) of difference in graft-tunnel angle were defined as 17.9° and 16.7°, respectively. A sample size analysis with a power of 80% and an alpha of 0.008 (after adjustment for six pair-wise comparison using Bonferroni method) showed that 12 subjects were required.
Twelve fresh frozen cadaveric knees (age range, 45-77) were used; they had no evidence of previous surgery or deformity. Examination with anteroposterior and lateral plain X-rays as well as clinical examination revealed no pathologic findings. Each specimen was thawed for 24 hours at room temperature before imaging and testing. The femurs and tibias were cut approximately 25 cm from the joint line. First, in order to construct the 3D knee flexion models, each specimen was scanned with a slice interval of 0.625 mm using a 16-channel CT scanner (GE Healthcare, Buckinghamshire, UK) at four different knee flexion angles: 0°, 45°, 90° and 120°. Digital Imaging and Communications in Medicine files were segmented into 3D volumetric models. Registration of the 3D images of the tibia at each flexion angle allowed us to develop the 3D knee flexion models for each specimen (Fig. 1) . During the registration of the 3D images, the mean 3D least square fitting tolerance was recorded at 0.075 mm. All processing and measurements were performed with validated software (Mimics ® 14.0, Materialise, Leuven, Belgium). 12, 13 Then, the femoral portion of the PCL was arthroscopically debrided and the femoral footprint of the PCL was identified. We passed three different guide pins though the cenhave reported that the grafted substances can become stretched due to the concentration of stress caused by the acute angle between the graft and the intra-articular apertures of the tunnels. [2] [3] [4] [5] [6] [7] In arthroscopic PCL reconstruction, femoral tunnels can be created with either the outside-in (two-incision) or inside-out (one-incision) techniques. The inside-out technique makes the femoral socket through the anterolateral portal. 8, 9 Although the inside-out technique minimizes potential injury to the vastus medialis obliquus, several researchers have suggested that it sharpens the femoral graft-tunnel angle formed between the graft and the intra-articular aperture of the femoral tunnel, causing increased attritional stress. [5] [6] [7] However, most studies for the femoral graft-tunnel angle have been performed in the context of two dimensions rather than three dimensions, and no studies have determined whether the results vary in relation to the flexion angle of the knee. In addition, consideration has rarely been given in regards to modification of the conventional inside-out technique. 10, 11 During formation of the femoral tunnel with the inside-out technique, hyperflexion of the knee increased the femoral graft tunnel angle in the sagittal plane, and pushing back the proximal tibia back while creating the femoral tunnel through the far anterolateral portal increased the femoral graft tunnel angle in the axial plane. 7, 10, 11 Therefore, the objectives of this study were two-fold: 1) To compare the four different graft-tunnel angles, the femoral graft-tunnel angle formed by the three different femoral tunnel techniques (the outside-in; the modified inside-out, the inside-out technique in posterior sag position with knee hyperflexion; and the conventional inside-out technique) and the tibia graft-tunnel angle, as measured on three-dimensional (3D) knee flexion model; and 2) to examine the influence of different femoral tunneling techniques on the contact pressure between the intra-articular aperture of the femoral tunnel and the graft. We hypothesized that the modified inside-out technique would create less of an acute femoral graft-tunnel angle and lower stress at the intra-articular aperture of the femoral tunnel compared to the conventional inside-out technique and that the above values would be similar to the outside-in technique.
MATERIALS AND METHODS Three-dimensional angle measurement
This study was approved by our institutional review board. line and 5 mm anterior to the lateral femoral condyle toward the center of the anterolateral bundle footprint of the PCL. With the knee in 110° of flexion and the posterior translation of the proximal tibia maintained, the guide pin was advanced through the femoral tunnel site. 10, 11 To indicate the intra-articular site of the tibial tunnel with the anterolateral transtibial technique, the PCL was resected through a posterior capsular incision. The tibial guide tip (Acufex, Smith&Nephew, Andover, MA, USA) was placed about 1 cm below the articular surface and just lateral to the midline on the PCL fossa. 2, 15 The tibial guide pin was passed through the starting point of the tibial tunnel at 2 cm posterolateral from the anterior tibial tuberosity and about 4 cm below the joint line. To standardize the technique, the same surgeon placed all guide pins. 4 After removing all guide pins, we scanned each specimen with a CT scanner at 0° extension following the same procedure described above. The reconstructed femoral and tibial images, which had intra-articular and outer cortical apertures made by guide pins, were separately registered into the previously obtained knee flexion model (Fig. 2) . Using this method enabled us to identify the centers of the intra-and extra-articular apertures of the femoral tunnels made by three different techniques and the tibial tunnel that were made during surgery in each specimen; these were not virtual points created in the 3D flexion model.
In 3D space, two lines have a point in common must be coplanar. The angle formed by two intersecting lines in 3D ter of the anatomic footprint of the anterolateral bundle of the PCL, 7 to 8 mm posterior from the edge of the articular cartilage, at the 1:30 o'clock position for the right knee and the 10:30 o'clock position for the left knee. 14 The first femoral guide pin was placed with the outside-in technique. The arm of the guide (Acufex, Smith&Nephew, Andover, MA, USA) was introduced into the knee through the high medial parapatellar portal and a stab incision on the medial thigh allowed insertion of the guide pin sleeve to the bone. We then passed the guide pin, beginning at a point halfway between the medial femoral epicondyle and the trochlear articular margin of the medial femoral condyle, until it reached the center of the PCL anterolateral bundle footprint. The guide pin was withdrawn until the intra-articular end was no longer visible. The second femoral guide pin was placed with the conventional inside-out technique, which involved the use of the standard anterolateral portal and the knee in 90° of flexion. The pin was advanced freehand through the anterolateral portal, which was located approximately 10 mm above the lateral joint line and 10 mm lateral to the margin of the patellar tendon to the center of the anterolateral bundle footprint of the PCL, emerging outside of the medial femoral condyle. The third femoral guide pin was placed with the modified inside-out technique which involved the use of the far anterolateral portal with the knee in 110° of flexion and the proximal tibia pushed backwards. The guide pin was introduced through the far anterolateral portal, which was located just above the joint femoral bone plug was at least 5 mm medial to the intra-articular aperture and the screw was inserted in an outside-in manner.
The femur and tibia were potted in epoxy compound and mounted in a custom testing jig, and the relative movement between the tibia and femur was simulated with MTS 858.20 (MTS system, Minneapolis, MN, USA) under 90° of knee flexion (Fig. 4) . Then, a single test cycle was applied. A downward load of up to 150 N was applied to the femur and measured by the MTS load cell. 2 After the experiment, the pressure-sensitive films were scanned into a desktop computer with an Epson V330 scanner (Seiko Epson Co., Nagano, Japan), and the average contact pressure and the maximal contact pressure were evaluated using FPD-8010E software (Fujifilm Pressure Distribution Mapping System space can be measured in a datum plan in which the two lines and intersecting point exist. To measure the femoral graft-tunnel angle the datum plane including the intra-and extra-articular apertures of the femoral tunnel and the intraarticular aperture of the tibial tunnel was chosen. The femoral graft-tunnel angle was measured for each technique on an individual datum plane (Fig. 3) . The tibial graft-tunnel angle was measured similarly in a datum plane including the intra-and extra-articular apertures of the tibial tunnel and the intra-articular aperture of the femoral tunnel, which was the same for the three femoral tunneling techniques.
Cadaveric experiments
Twelve fresh-frozen knees were tested after CT scanning. The specimens were allocated into one of three groups (n=4 per group) based on the femoral tunneling technique: 1) the outside-in technique, 2) the modified inside-out technique and 3) the conventional inside-out technique. Autogenous central bone-patellar tendon-bone grafts of 10 mm in width and 30 mm bone plugs were harvested and used as the graft material for all groups. A 10 mm diameter femoral tunnel and a 10 mm diameter tibial tunnel were made along the reinserted guide pin. After passing the graft, the femoral and tibial bone plugs were secured with 9×25 mm metal interference screws (Linvatec, Largo, FL, USA). For all groups, the tibial side of the graft was secured first. The bone plug was placed just inferior to the intra-articular aperture of the tibial tunnel. After that, the femoral side of the graft was tensioned to 89 N with the knee in 90° of flexion using a SE TM Graft Tensioner (Linvatec, Largo, FL, USA). An anterior force of 156 N was applied to the proximal tibia, simulating an anterior drawer maneuver. 2, 16, 17 To evaluate the magnitude of pressure occurring between the graft surface and the region around the intra-articular aperture of the femoral tunnel, we used Fuji Prescale pressure-sensitive film (Prescale LW, Fuji Film Co., Tokyo, Japan). 4, 18, 19 The pressure range of the Prescale LW film varied from 2.5 to 10.0 MPa. The film was cut into 8×10 mm rectangles and covered on both sides with a thin clear wrap to waterproof the film. 18 The film packet was then inserted between the graft and the intra-articular aperture of the femoral tunnel just before securing the femoral side of the graft. To reduce the unwished effect of the interferences screw and the bone plug, the femoral bone plug was placed with the patellar tendon positioned posteroproximally in anatomical position, while the screw was placed in the anterodistal aspect of the tunnel. In all cases the position of the ). In addition, the femoral graft-tunnel angles for the outside-in and modified inside-out techniques were significantly less acute than the tibial graft-tunnel angle between 0° and 90° of knee flexion (p<0.001), but no significant difference was found at 120° of knee flexion. In contrast, the femoral grafttunnel angle was significantly more acute than the tibial graft-tunnel angle at 120° of knee flexion for the conventional inside-out technique (p<0.001) (Fig. 5B) . The ICC values were 0.96 for intra-observer variability and 0.92 for inter-observer variability.
Cadaveric experiments (Fig. 6 
DISCUSSION
The causes of graft damage are multifactorial and can be related the type of graft, graft fixation and tensioning, as well as impingement of the graft against the surrounding structures. 19 Another factor responsible for graft damage is repetitive bending stress on the graft at the intra-articular tunnel aperture. 2, [19] [20] [21] [22] [23] Regarding the tibial side, Bergfeld, et al. 2 demonstrated that the tibial inlay technique prevents formation of an acute angle at the tibial attachment site known as the "killer turn angle". Several authors have advocated the lateral approach rather than the conventional medial approach for transtibial tunneling. 5, 10, 24, 25 A biomefor Prescale, Fuji Film Co., Tokyo, Japan). Ambient temperature and humidity were recorded and used in analysis, as recommended by the manufacturer.
Statistical analysis
For the 3D models, the data consisted of measurements of the three different femoral graft-tunnel angles and the tibial graft-tunnel angle at four different flexion angles on the same knee. This introduced a correlation structure between the observations obtained from the same knee. Thus, a linear mixed model was used for statistical analysis, and a Bonferroni approach was used to adjust the alpha level for pairwise post hoc comparisons. To assess intra-and interobserver variability, two orthopaedic surgeons each performed all measurements twice with an interval of one week between measurements; the reliability of the measurements was evaluated with intraclass correlation coefficients (ICC).
In cadaveric experiments with the pressure sensitive film, both the average and maximum contact pressures in each group were evaluated and analyzed with a Kruskal-Wallis test. Tukey test using rank was used for post hoc comparison. SPSS software (version 18.0; SPSS Inc., Chicago, IL, USA) was used for all analyses, and data presented as mean±SD for the graft-tunnel angle or median (range) for contact pressure measurements. p-values <0.05 were considered statistically significant.
RESULTS

Three-dimensional analyses
For all three femoral tunneling techniques, the femoral grafttunnel angle tended to decrease as knee flexion increased between 0° and 120° (p<0.001). Conversely, for all techniques, the tibial graft-tunnel angle was lowest at 45° of knee flexion. And it significantly increased as knee flexion increased between 45° and 120° (p<0.001) (Fig. 5A) . The femoral graft-tunnel angles did not significantly differ between the three techniques at 0° of knee flexion. At 45° of knee flexion, the mean femoral graft-tunnel angle was 140.1±2.6° for the outside-in technique, 138.2±3.4° for the modified inside-out technique, and 117.7±3.6° for the conventional inside-out technique. These values were not significantly difference between the outside-in and modified inside-out techniques (p=0.554), but they were significant between the modified inside-out and conventional inside-out techniques (p<0.001). Similar results were obtained can avoid potential injury to the extensor mechanism, especially the vastus medialis obliquus muscle and the medial patellofemoral ligament, 9,11 several authors have alleged that this technique results in greater graft-tunnel angles. [5] [6] [7] A cadaveric study by Handy, et al. 6 showed that the inside-out technique for femoral tunnel placement leads to significantly sharper graft-tunnel angles than the outside-in technique. However, knee flexion was not strictly controlled in that chanical laboratory study by Kim, et al. 4 demonstrated that anterolateral tibial tunneling leads to the lowest values for maximum shear stress and resultant forces at the interface between the graft and the killer turn.
The femoral graft-tunnel angle, which is formed between the graft and the intra-articular aperture of the femoral tunnel, also may contribute to increased attritional stress. [5] [6] [7] 24 Although the inside-out technique for femoral tunneling with 3D-measurements, but also by the additional modifications to the surgical procedures that we considered (i.e., the knee was hyperflexed 7 and the proximal tibia pushed backward).
Our data also showed that the tibial graft-tunnel angle was significantly greater than the femoral graft-tunnel angle at 120° of knee flexion for the conventional inside-out technique, but the other two techniques produced higher values for the femoral graft-tunnel angle than the tibial graft-tunnel angle at all knee flexion angles. This result suggests that with the conventional inside-out technique, the potential for graft injury due to the femoral graft-tunnel angle exceeds that due to the tibial graft-tunnel angle when knee flexion is 90° or greater, as suggested by previous researchers. 2, 3 However, our study showed no significant difference between the femoral graft-tunnel angle and the tibial graft-tunnel angle when the knee flexion was 90° after the conventional inside-out technique was used, as reported by Handy, et al. 6 We found that the average tibial graft-tunnel angle was 100.7°, which was about 30° higher than the values reported in the previous study. 6 We suggest there are two reasons for this higher value: 1) 2D-measurements may be less accurate than 3D-measurements, leading to underestimation of the true value of the tibial killer turn angle, and 2) compared to the conventional anteromedial tibial tunneling technique, the anterolateral tunneling technique we examined produces a tibial graft-tunnel angle that is less acute. 4, 5, 24 Grafts can be exposed to abrasive force when they are stretched and turned acutely at the sharp edge of the tunnel. 26 Papannagari, et al. 27 used a 3D modeling technique to measure elongation of the PCL during in vivo knee flexion. They found that the end-to-end distance of the anterolateral (AL) bundle increased with increasing flexion and reached its maximum at 120° of flexion, at which point the length study, which is drawback given that other surgeons advocate drilling in hyperflexion for the inside-out technique. 7, 10 Schoderbek, et al. 7 recently expanded on the results of Handy, et al. 6 by comparing the femoral graft-tunnel angle between the outside-in and inside-out techniques with 90° and 120° of knee flexion. Although use of the inside-out technique with the knee flexed 120° could produce a more obtuse graft-tunnel angle compared with the inside-out technique with 90° of knee flexion, it produced significantly lesser graft-tunnel angle than the outside-in technique. 7 However, those studies involving measurement of the graft-tunnel angle only considered two dimensions (i.e., the sagittal plane) rather than three dimensions, and they failed to validate biomechanically that significant differences in the graft-tunnel angle affected the force exerted on the graft. To increase the femoral graft-tunnel angle, several modifications to femoral tunnel drilling have been introduced: 1) the knee is flexed 110°; 2) the proximal tibia is pushed backward as much as possible; and 3) the reamer is introduced through the far anterolateral portal. 10 A clinical comparison study of the modified inside-out and outside-in techniques showed no significant side-to-side differences in posterior translation as measured by an arthrometer (modified insideout: 2.38, outside-in: 2.10 mm; p=0.26) and Lysholm scores (modified inside-out: 90.6, outside-in: 90.0; p=0.72). 11 In our 3D knee-model analysis, we found that the conventional inside-out technique produced significantly more acute femoral graft-tunnel angles than the other two techniques between 45° and 120° of knee flexion. This result is consistent with previous 2-dimensional studies. 6, 7 However, the femoral graft-tunnel angle for the modified inside-out technique was similar to that for the outside-in technique at all flexion angles. We believe that these results can be explained not only by the enhanced precision made possible ple size limited the statistical power of the study. Nonetheless, the sample size was large enough to show a statistically significant difference among the groups. In addition, it should be noted that the methodology we adopted for the 3D model study was advantageous because it allowed us to collect data from the same subject under different experimental conditions (i.e., inside-out, outside-in and modified inside-out techniques), thus reducing the effects of intersubject variation. Third, comparisons of biomechanical inferiority of the acute tibial graft-tunnel angle in previous studies 2, 3 have shown that there is no definite evidence that smaller femoral graft-tunnel angle and resultant increase in focal pressure at the articular orifice is related to early graft failure after reconstruction. Finally, the graft-tunnel angles were measured using the pin insertion sites on the tibia and femur that were considered to be the center of the virtual graft. However, the direction and tension of the graft might be affected by the contact osseous structures as well as the ACL. A study by Kim, et al. 29 using a finite element model found that the lateral intercondylar tubercle of the tibia and the inner portion of the lateral femoral condyle play a major role in preserving the tension of the posterolateral bundle of the ACL. Future studies should assess the proper size of the virtual graft and interaction with surrounding structures.
In conclusion, the data from both our 3D knee-model analysis and cadaveric experiment indicate that the conventional inside-out technique leads to significantly more acute femoral graft-tunnel angle and higher stress at the intra-articular aperture of the femoral tunnel than the outside-in technique. However, the modified inside-out technique, in which the knee is flexed 110° and the proximal tibia is pushed back posteriorly, results in a femoral graft-tunnel angle and contact stress similar to the outside-in technique.
of the AL bundle was 34.7% greater than that at 0° of flexion (p=0.00014). 27 A recent 3D modeling study by Jeong, et al. 28 also showed that the PCL significantly increases in length as knee flexion increases between 0° and 135°, and the virtual AL fiber significantly increases in length between 0° and 90° of flexion (p<0.05). Regardless of the tunneling technique, the femoral graft-tunnel angle in our study was greatest at 0° of knee flexion and tended to decrease towards 120° of knee flexion. However, we observed a sharper decrease in the femoral graft-tunnel angle for conventional inside-out group than for the other two groups, such that the femoral graft-tunnel angle was significantly more acute for the conventional inside-out group than the other two groups at 45° of knee flexion. This trend was even more apparent between 90° and 120° of knee flexion. These results suggest that the graft may be subject to increased stress at the graft-femoral tunnel interface when knee flexion exceeds 90°, and we suspect the force exerted on the graft around the intra-articular femoral aperture when knee flexion exceeds 90° is markedly higher with the conventional inside-out technique than the outside-in or modified insideout techniques. In our cadaveric experiments using pressure-sensitive film, the same trends were observed as those observed in the 3D models of the graft-femoral tunnel. Data from this experiment confirm that the conventional insideout technique for PCL reconstruction leads to higher average and maximum contact pressures than the outside-in or modified inside-out techniques. The pressure range of the Prescale LW film varies from 2.5 to 10.0 MPa, which indicates that the film can theoretically measure from a minimum pressure of 2.5 MPa to infinite pressure. The median value for maximum contact pressure with the conventional inside-out technique was 12.325 MPa, indicating that the actual pressure exceeded 10.0 MPa, regardless of whether this value was slightly over-or under-estimated. Even though the number of specimens was insufficient to provide statistical power to accept a null hypothesis, the difference between the conventional inside-out technique and the other two techniques could be considered as noteworthy.
Nonetheless, our study has several limitations. First, our 3D knee model did not reproduce the normal biomechanics of the knee. Also, we used static loading conditions without applying translational or rotational forces in the cadaveric experiments, which limits our ability to extrapolate the results to a clinical population. Further investigations are needed to determine the dynamic consequences of stress on the graft at the femoral tunnel aperture. Second, the small sam-
